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Recently, there has been growing interest in the development of photoacoustic flow measuring methods
aimed to study microvascular blood flow in biological tissue. Here, we describe the M-mode photoacoustic
particle flow imaging, using an optical resolution photoacoustic microscope equipped with a high-repetition-
rate pulsed dye laser. We studied the flow of a diluted dyed particle suspension in a small tube embedded in
a nonscattering medium as well as in a scattering medium simulating biological tissue. Potentially, the
method can be applied to detect the flow speed of single red blood cells in a capillary. © 2009 Optical Society
of America
OCIS codes: 170.5120, 120.7250.For the imaging methods that have been applied to
study microvascular blood flow (best known as “mi-
crocirculation”), we may categorize them into three
groups based on their major principles: Doppler flow
imaging [1–3], speckle contrast flow imaging [4,5],
and particle imaging velocimetry (PIV) [6–8]. These
methods use either light or sound as a probe. For ex-
ample, laser Doppler imaging [1] and optical PIV [6]
use only light, while ultrasound Doppler imaging [3]
and ultrasonic echo PIV [8] use only sound. As a con-
sequence, except fluorescent contrast PIV [7], all of
the methods employ the scattering property of exog-
enous particles or endogenous red blood cells (RBCs)
to provide the imaging contrast. However, because
the tissue has a high optical scattering coefficient
and the ultrasonic reflection from tissue boundaries
is usually much stronger than the ultrasonic scatter-
ing from RBCs, the current methods are hampered in
measuring microcirculation by limitations of sensi-
tivity, spatial resolution, or detection depth.
Photoacoustic imaging, on the contrary, applies
both light and sound to work as a probe and relies on
light absorption contrast agents such as RBCs [9].
This imaging modality has been demonstrated as a
powerful tool for studying microvascular structures
in deep tissue [10] as well as for monitoring blood he-
moglobin oxygenation in microvessels [11]. Recently,
there is also growing interest in developing photoa-
coustic blood flow measurements [12,13]. Because of
the advantage in imaging depth as well as the high
photoacoustic signal contrast produced by RBCs or
exogenous light-absorbing particles relative to sur-
rounding tissue, when applied to microcirculation
study, photoacoustic flow measurement is expected to
be able to alleviate the hindrance of the aforemen-
tioned methods.
Previously, we have demonstrated photoacoustic
Doppler flow measurement [13]. In this Letter, we re-
port another photoacoustic flow measurement
method called M-mode photoacoustic particle flow
imaging. Here, the M-mode means “motion mode,”
and its concept follows from the M-mode ultrasound
imaging, which is primarily used in echocardio-
graphy [14]. As will be demonstrated, the new
method can detect the flow speed perpendicular to
0146-9592/09/050671-3/$15.00 ©the ultrasonic axis, while the photoacoustic Doppler
flow measurement detects only the flow speed along
the ultrasonic axis.
We captured the M-mode photoacoustic particle
images by the newly developed optical resolution
photoacoustic microscope (OR-PAM) [15]. Figure 1 il-
lustrates the imaging process. Starting from the top
in the figure, a pulsed laser beam (wavelength,
570 nm; pulse repetition rate, 2 kHz; pulse duration,
7 ns; and laser energy per pulse, 100 nJ) is focused
by a microscope objective (NA  0.1) and illuminates
a flowing fluid inside a small Tygon tube. The tube
(inner diameter, 0.25 mm; outer diameter, 0.76 mm;
S-54-HL, Saint-Gobain Performance Plastics) was
fixed horizontally inside a clear gelatin medium,
which was made from the mixture of porcine gelatin
powder and water with a mass ratio of 1 to 10. The
fluid was created by suspending red dyed polybeads
(mean diameter, 6.0 m; diameter standard devia-
tion, 0.6 m;Polysciences, Inc) in distilled water with
a particle concentration of =0.5%. An appropriate
amount of solid sodium polytungstate (Sometu) was
added to match the fluid mass density to that of the
microspheres 1.05 g/cm3. The flow was created
by a syringe pump (BSP-99M, Braintree Scientific)
and a 1 cc syringe (Multifit, Becton, Dickinson &
Co.).
Fig. 1. (Color online) Schematic of M-mode photoacoustic
particle imaging system.
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the laser focal zone, a time sequence of photoacoustic
pulses are generated and subsequently detected by
an ultrasonic transducer. Here, the image is not
formed by sample scanning or laser scanning. Rather,
the flowing beads actually scan themselves through
the laser focus. Because of using OR-PAM, the length
of time during which a bead can be imaged is deter-
mined by the laser focal spot size (5 m in diam-
eter) but not the ultrasonic focal spot size, which is
much larger. However, the ultrasonic transducer pro-
vides an axial imaging resolution about 15 m.
As examples, in Fig. 2, two M-mode photoacoustic
particle images acquired from a nonscattering back-
ground medium are presented. Figure 2(a) presents
the image when the volume flow rate Q˙Set is set
through the syringe pump as 0.04 cc/h, and Fig. 2(b)
presents the image when Q˙Set is increased to
0.16 cc/h. The two Q˙Set, after being divided by the
cross sectional area of the tube, correspond to the av-
erage flow speeds v¯Set of 0.22 mm/s and 0.88 mm/s,
respectively. In the image display, the horizontal axis
plots the time t, which has an interval of 0.5 ms, and
the vertical axis plots the axial position z, which has
a step size of 7.5 m. As shown in Fig. 2(a), there is
only a single trace inside the tube, which means only
one bead was imaged within the time window. How-
ever, in Fig. 2(b), four shorter traces can be seen, in-
dicating that four beads were imaged. The dim traces
located at the bottom part of both images are formed
by the acoustic reflection off the tube surface.
To show the photoacoustic signal produced by the
bead, Fig. 2(c) plots the A-line signal taken from the
M-mode image in Fig. 2(a) at t=200. The photoacous-
tic signal generated by an incompressible sphere can
be understood by the theory discussed in [16]. Fur-
Fig. 2. (Color online) M-mode photoacoustic particle im-
ages from a nonscattering background medium. (a)M-mode
image when the average flow speed is set as 0.22 mm/s. (b)
M-mode image when the average flow speed is increased to
0.88 mm/s. (c) A-line signal taken from (a) at t=200. (d)
M-mode signals taken from the images in (a) and in (b) and
their Gaussian fits.thermore, to compare the profile difference between
the traces in Figs. 2(a) and 2(b), Fig. 2(d) plots the
M-mode signal taken from Fig. 2(a) at z=38 and also
plots the M-mode signal taken from Fig. 2(b) at z
=43 (across the last trace). It was determined that
both of the M-mode signals fit well with Gaussian
profiles. Also, Fig. 2(d) plots each signal’s best fit. The
fitting, under the condition of 95% confidence fit with
the following Gaussian profile:
st,z = s0zexp− t − t02Tz2  , 1
resulting in profile width T38= 50.0±1.50.5 ms
and T43= 8.6±0.50.5 ms, respectively.
The Gaussian profile of the M-mode signal, st ,z,
is actually related to the laser intensity distribution
and the particle geometry (Fig. 1). If the absorbing
particle is infinitely small, st ,z exactly reflects the
laser intensity distribution at the depth of the par-
ticle z, which can be expressed as
Ix,z = I0zexp− x − x02wz2  . 2
However, in the study reported here, the particle size
is comparable with the laser focal spot size. Conse-
quently, st ,z reflects the convolution of Ix ,z with
the geometric profile of the particle, px. Here, we
assume that px also has a Gaussian shape ex-
pressed as
px = exp− x2a2 , 3
where a is a constant related to the particle size. We
therefore obtained the convolution as
Ix,z = Ix,z  px = I0zexp− x − x02wz2  , 4
where w z
2=wz2+a2.
As time elapses from t0 to t [see Eq. (1)], the par-
ticle at z flows from x0 to x [as in Eq. (4)]with a speed
vz. Therefore, we have vz= x−x0 / t− t0. Finally,
because st ,zIx ,z [16], we obtain
vz =
wz
Tz
. 5
To obtain wz, we imaged the same type of poly-
beads through x–y two-dimensional raster scanning
[15]. The sample was made by embedding the beads
into the same type of clear gelatin medium as used
for embedding the tube. A 3D photoacoustic image
was acquired. From the image slice at each z plane,
we analyzed the signal profile Ix ,z from several in-
dividual beads and obtained wz by the same
Gaussian fitting process as that used to obtain Tz.
At z=38, z=43, and z=51 (laser focal plane), we get
w38= 9.6±0.70.625 m, w43= 6.7±0.2
0.625 m, and w51= 5.9±0.20.625 m,
respectively. By using Eq. (5) and the extracted
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=0.24±0.02 mm/s for the bead imaged in Fig. 2(a)
and v43=0.97±0.09 mm/s for the last bead imaged
in Fig. 2(b). Both of these measured flow speeds agree
with the v¯Set, respectively.
We applied this method to study the flow profile in-
side the tube as shown in Fig 1. We studied the flow
with v¯Set=0.88 mm/s. As illustrated in Fig. 3(a), we
scanned the laser beam across the cross section of the
tube with a step size of 20 m. At each scanning step,
we took the M-mode image with a sufficient length of
time and then analyzed five particle imaging traces
at the laser focal plane z=51. The extracted flow
speeds at each scanning step are plotted in Fig. 3(b).
Considering that the resulted flow speeds at the tube
center are close to v¯Set=0.88 mm/s, as well as that
the resulted flow speeds near the tube edge could be
underestimated owing to a possible enlargement of
the laser focus there, we observed a blunted profile
despite the fact that the Reynold number is actually
less than 1. The blunted profile has been previously
discussed, for example, in [17] for the pressure driven
flow of a particle suspension and in [6] for the blood
flow in microvessels.
We also measured the flow in a scattering medium.
The same type of flow as well as the same measuring
geometry, as those used in the above flow profile
study, were studied. In this instance, the clear gela-
tin medium was replaced by a scattering gelatin me-
dium that was made by adding 20% Intralipid sus-
pension to the gelatin solution to reach a final
Intralipid concentration of 0.5%. The scattering me-
dium has a scattering coefficient s3 mm−1 and a
reduced scattering coefficient s0.7 mm
−1 at the la-
ser wavelength according to [18]. The scattering
depth, the distance from the top surface of the gelatin
medium to the top outer surface of the tube [Fig.
3(a)], is 500 m. In Fig. 3(c), an M-mode signal pro-
file measured in the scattering medium (lower thin
red curve) is compared with one measured in the
Fig. 3. (Color online) (a) Schematic of the flow profile mea-
surement. (b) Flow profile for the average flow speed set-
ting of 0.88 mm/s imaged from a nonscattering background
medium. (c) Comparison of the M-mode signals measured
in a scattering medium and a clear medium and their
Gaussian fits.clear gelatin medium. The signals, both taken at z
=51, were measured when the laser beam was
scanned to the tube center [Fig. 3(a)]. The Gaussian
fittings yield T51= 7.6±1.00.5 ms for the lower
profile and T51= 7.4±0.20.5 ms for the taller
profile, respectively. After applying in Eq. (5) the
same w51= 5.9±0.20.625 m for both above
T51, we obtained the flow speed measured in the
scattering medium v51= 0.97±0.16 mm/s and
that measured in the clear gelatin medium v51
= 0.99±0.06 mm/s.
In summary, we have investigated the M-mode
photoacoustic particle flow imaging. We have demon-
strated its applications for studying a flow profile and
for measuring the flow in a scattering medium. Po-
tentially, this method can be applied to study mi-
crovascular blood flow in tissue. Especially, we antici-
pate that the method can be applied directly to
measure the speed of individual RBCs in a capillary.
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